
表面增强拉曼光谱法快速检测阿普唑
仑(Xanax)中小剂量的活性药物成分
(API)

Application Note 410000012-A01

The emergence of counterfeit prescription drugs

has become a concern for the pharmaceutical

industry.  Counterfeit  drugs  are  fraudulently

manufactured  and/or  mislabeled  to  appear

genuine. These drugs usually contain no active

pharmaceutical ingredient (API) and instead may

contain  ingredients  that  are  highly  potent  or

dangerous[1,2].  These  counterfeit  drugs  are

often manufactured to appear like the genuine

prescription  drug  (Figure  1a).  Recently,  fake

Xanax  containing  the  highly  potent  opioid

fentanyl has accounted for several overdoses in

the  US[3].  Due  to  the  prevalence  of  these

potentially  dangerous  counterfeits,  it  is

necessary  to  develop  a  technique  that  can

quickly confirm the identity of a suspected fake

drug. Because of the low concentrations of APIs

found in pharmaceutical drugs, normal Raman

spectroscopy is typically not sensitive enough to

detect the API from the surface of a pill. In this

study we develop a  surface-enhanced Raman

spectroscopy (SERS)-based approach to identify

a low-dose (<0.2% w/w) of the API alprazolam

in  a  Xanax  tablet  using  a  handheld  Raman

spectrometer. If no SERS peaks consistent with

alprazolam are observed from a Xanax tablet,

the  pill  is  a  suspected  fake.  The  method

demonstrates the power of SERS to quickly verify

the presence of alprazolam in the tablet for anti-

counterfeiting purposes.

Xanax

Xanax is a prescription pharmaceutical drug with

alprazolam (Figure 1b) as the API.  It  is used to

treat  anxiety  and  panic  disorders.  A  typical

Xanax tablet can contain 0.25 mg, 0.5 mg, 1 mg

or 2 mg of alprazolam. The excipients, or inactive

ingredients,  are a composite of cellulose, corn

starch,  docusate  sodium,  lactose,  magnesium

s t e a r a t e ,  s i l i c o n  d i o x i d e  a n d  s o d i u m

benzoate[4].

Fentanyl

Fentanyl  (Figure  1c)  is  a  synthetic  opioid

medication.  Considered  the  most  potent

painkiller  on the market (it  is  50 to 100 times

more  potent  than  morphine[5]),  fentanyl  is

prescribed by doctors for pain management or

as part of anesthesia to help prevent pain after

s u r g e r y  o r  o t h e r  m e d i c a l  p r o c e d u r e s .

Increasingly,  fentanyl  is  being  manufactured

illicitly  and  sold  on  the  streets  as  heroin  or

Xanax, causing a spike in deaths due to fentanyl

overdoses. Due to the high potency of fentanyl,

fentanyl-containing drugs in the field are usually

found in  salt  forms such as  acetyl  fentanyl  or
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EXPERIMENTAL

Figure 1. (a) Genuine and fake Xanax tablets containing the chemicals (b) alprazolam (API in Xanax) and (c) fentanyl,

respectively

Find more information in the video:

Raman spectroscopy was used to identify  the

low dose of alprazolam in a Xanax tablet. A B&W

Tek TacticID handheld Raman spectrometer with

785-nm  laser  excitation  along  with  a  TacPac

adaptor  for  SERS  samples  (see  Figure  2)  was

used for verification of the method.

Figure 2. TacticID handheld Raman spectrometer with 785-nm laser excitation and TacPac adaptor
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TEST RESULTS
Direct Raman measurement of Xanax

The  samples  tested  in  this  work  include  a

purchased Xanax tablet containing 0.25 mg of

alprazolam and fentanyl from confiscated lab-

confirmed samples courtesy of our collaborator

at a police department.

Approximately 1⁄4 of a Xanax tablet (~30 mg)

was placed in a 2.0 mL plastic centrifuge tube.

Then,  0.5  mL  of  acetone  was  added  to  the

centrifuge tube. The tube was shaken until the

sample  dissolved  and  the  solution  looked

noticeably  cloudy.  The  paper-based  SERS

substrate  was  dipped  into  the  solution  and

allowed to sufficiently interact with the sample

and the solution (~30 s). The SERS substrate was

then placed in the TacPac adaptor for analysis

with  the  TacticID.  To  account  for  sample

heterogeneity within the SERS active region, at

least  3 different spots were analyzed on each

SERS substrate. Automated integration times for

the scans ranged from 15-30 s.

Figure 3 presents the Raman spectrum acquired

directly from the surface of a Xanax tablet (a)

overlaid with the Raman spectrum of lactose (b).

Observed Raman peaks at 356 cm-1, 436 cm-1, 476

cm-1, 1088 cm-1, 1120 cm-1, and 1264 cm-1 in

spectrum (a) are consistent with lactose. No peaks

consistent with alprazolam were observed in the

Raman spectrum from the surface of the tablet. The

direct measurement of a Xanax tablet on the

TacticID returns a spectral correlation to lactose with

an HQI of 86.7, indicating that a direct handheld

Raman measurement cannot identify the active

ingredient in Xanax from the surface of the pill.

Figure 3. Spectra from (a) direct handheld Raman measurement of Xanax tablet and (b) direct handheld Raman measurement of lactose
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Detection of Alprazolam in Xanax

Figure 4 presents the Raman spectrum of pure

alprazolam (a) and the SERS spectrum obtained

from Xanax (b). Observed SERS peaks at 688 cm-1,

1000 cm-1, 1132 cm-1, 1160 cm-1, 1312 cm-1, 1380

cm-1, 1484 cm-1, 1568 cm-1 and 1592 cm-1 are

consistent with the Raman spectrum of pure

alprazolam. Figure 5 shows typical SERS spectra

obtained from Xanax excipients (cellulose, lactose,

corn starch, and magnesium stearate). Due to the

low solubility of the excipients in acetone, no

characteristic Raman signatures from these

materials are captured in the Xanax SERS spectrum.

Although alprazolam makes up <0.20% (w/w) of the

Xanax tablet, the SERS substrate sufficiently

enhances the Raman signal so that it is possible to

obtain signal consistent with the API despite the

greater concentration of excipients in the tablet. This

demonstrates the method’s high selectivity for the

API and the ability of the SERS testing of the

samples on the substrate to identify a low-dose of

alprazolam.

TEST RESULTS

Figure 4. (a) Raman spectrum of pure alprazolam and (b) SERS spectrum from Xanax

Figure 5. SERS spectra of a blank substrate, cellulose, corn starch, lactose, and Mg stearate
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Detection of Fentanyl

Identification of Xanax

In order to detect fentanyl often substituted for

alprazolam in fake Xanax, the SERS method was

also applied to fentanyl detection. Figure 6a

presents the SERS spectrum from a fentanyl

sample. A strong peak at 1000 cm-1 assigned to the

ring-breathing mode and a small peak at 1029 cm-1

are common to the SERS spectra for both

alprazolam and fentanyl. However, the alprazolam

signal from Xanax (Figure 6b) has unique peaks at

688 cm-1, 1480 cm-1, 1568 cm-1, and 1592 cm-1 that

are not observed in the fentanyl spectrum. With the

proper algorithm, fentanyl and alprazolam can be

distinguished spectroscopically despite some

common peaks. For anti-counterfeiting purposes, if

peaks consistent with alprazolam are not observed

in the SERS spectrum from a Xanax pill, then the pill

is considered a suspected fake.

Figure 6. SERS spectra of (a) fentanyl and (b) Xanax

A correlation coefficient algorithm was used for

spectral comparison to identify an unknown

spectrum against a library spectrum. The correlation

coefficient HQI (Hit Quality Index) for the unknown

scans compared to a library spectrum is calculated

using the least square dot product of mean centered

unknown spectrum and the library spectrum,

represented by the equation:

HQI values range from 0 to 100, with 100

representing a perfect match. The average HQI

correlation to a library spectrum for three unknown

scans of fentanyl and of Xanax ingredients is listed

below in Table 1.
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CONCLUSIONS

Table 1. Matching Results

Material Results & Average HQI (n = 3)

Fentanyl Match to Fentanyl (HQI = 82.33)

Xanax Match to Alprazolam (HQI = 91.00)

Lactose No match

Cellulose No match

Mg stearate No match

Corn starch No match

A SERS-based method was developed for the

detection of low doses of alprazolam in a Xanax

tablet. The method demonstrates high selectivity for

the alprazolam in Xanax despite the extremely low

dose. A handheld TacticID Raman spectrometer with

onboard software was able to discriminate between

the SERS spectrum of the API alprazolam and the

spectra from the Xanax excipients. For anti-

counterfeiting purposes, if no peaks consistent with

alprazolam are observed in the SERS spectrum from

a Xanax pill, then the pill is considered a suspected

fake. The SERS spectrum of fentanyl can also be

identified by the TacticID, allowing the detection of

fentanyl when it is used in substitute of alprazolam.

The sample preparation for the SERS analysis is

simple and can be easily performed by field officers.

The ability to quickly identify the presence of

alprazolam in a Xanax tablet or potential harmful

materials such as fentanyl is a valuable tool for law

enforcement and the pharmaceutical industry to

combat the prevalence of counterfeit pharmaceutical

drugs.

FURTHER READING

Related application notes

B&W Tek TacticID for Narcotics Identification

Other related documents

Raman vs SERS... What’s the Difference?
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CONFIGURATION

TacticID-GP Plus 

该 TacticID-GP Plus 是一种现场使用的拉曼手持式光

谱仪,用于快速和无损化学鉴定。反应时间和操作风险

可借此有所降低。由于有直观的工作流程和触摸屏,故

此可以通过不透明和透明的包装无损地分析样品。向

用户,例如:安全人员、员工(执法机构)、海关和边境巡

逻以及炸弹处理小组和危险材料清理小组,明确指出危

险程度,即使在与样品发生小量接触的时候,他们也能

迅速作出反应。该 TacticID-GP Plus 基于经验证的拉

曼光谱,并可让用户实时鉴定样品,并明确显示危险程

度以及依照 GHS 和 NFPA704 的安全提示。
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TacticID-N Plus  Raman Spectrometer

TacticID®-N Plus 是一款现场即用的手持式拉曼光谱

仪,专门为执法人员对毒品、药物、切削剂及其前体进

行非接触式法医分析而设计。

具有直观的工作流程和触摸屏,可以通过不透明和透明

的包装对样品进行无损分析。其能够将样品威胁级别

明确显示给用户,例如安全人员、应急服务部门(如执

法部门)、海关和边防人员以及炸弹处理小组和危险

物品处理小组,使他们能够在尽可能避免接触样品的情

况下迅速采取行动。TacticID-N Plus 利用了经实验

室验证的拉曼光谱,用户可以实时识别非法物质,而不

会损害样品或证据链的完整性。

TacticID-N Plus 用户可以定期更新库内信息,以持续

保持敏锐的识别能力,以应对新出现的毒品。

TacPacTM 

SERS 分析适配器,搭配 TacPacTM-P SERS 基板使用

。
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